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Abstract

The present retrospective study assessed radiographs to determine socket wear in total hip
arthroplasty (THA) with 22-mm zirconia or COP (Cobalt-Chrome alloy rich in Cobalt and Phos-
phorous) heads, and in cemented stems at more than 10 years after operation. Sockets of ultra high
molecular weight polyethylene were used in each of two THA groups (13 hips each) in a clinical
trial in our hospital between 1989 and 1990. Three observers carried out masked assessments of
the radiographs. Upon fi nal examination, there was no remarkable loosening in the zirconia or
COP group, and no case had required revision surgery as of 2005. There was a statistically signifi
cant diff erence between the 2 groups in average annual linear wear, at 0.093 mm/year and 0.046
mm/year in the zirconia and COP groups, respectively. Volume wear and average annual volume
wear were also signifi cantly greater in the zirconia group despite its superior mechanical strength
and toughness in vitro. Our present fi ndings do not confi rm early expectations of lower wear in
long-term results of 22-mm zirconia femoral heads used in THA.
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ore than 30 years have passed since Charnley 
[1,  2] established the theory of low friction 

arthroplasty,  and numerous researchers have 
reported excellent long-term results.  Charnley-type 
total hip arthroplasty (THA) has been modifi ed over 
the years in terms of the employed surgical tech-
niques and implants,  and is still considered the gold 
standard.  Reports with revision surgery as the end-
point have shown that mean survival of the arthro-
plasty is approximately 90ｵ at 20 years after opera-
tion [3,  4].  In the long term,  the most critical issue 
is aseptic loosening of the implants caused by histio-

cytes and foreign body giant cells,  which engulf min-
ute wear particles such as polyethylene,  resulting in 
the formation of harmful granulomas between bones 
and artifacts,  as well as bone absorption and destruc-
tion [5ﾝ10].  In our institute,  we have tried to 
develop a cemented Charnley-type THA implant that 
provides lower friction and is more wear-tolerant.
　　Since 1972,  when Boutin [11] fi rst clinically 
applied THA with alumina ceramic components,  alu-
mina ceramic has been used in a number of implant 
designs because of its wear tolerance and excellent 
biocompatibility.  However,  it is fragile and will 
break when exposed to pressures greater than the 
elasticity threshold.  Furthermore,  it is not impact 
resistant [12].  Zirconia ceramic (zirconia) has 
recently attracted attention because it has greater 
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The present retrospective study assessed radiographs to determine socket wear in total hip arthro-
plasty (THA) with 22-mm zirconia or COP (Cobalt-Chrome alloy rich in Cobalt and Phosphorous) 
heads,  and in cemented stems at more than 10 years after operation.  Sockets of ultra high molecular 
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strength and elasticity than alumina.  Like alumina,  
zirconia is bioinert and has excellent biocompatibili-
ty ; no safety problems were detected in a number of 
tests on endoprostheses [12].
　　To the best of our knowledge,  this study is the 
fi rst report on long-term outcomes of THA with 
22-mm zirconia heads in cases that have been fol-
lowed for more than 10 years.  This study compares 
long-term polyethylene wear in cases of cemented 
THA with 22-mm zirconia heads with that in cases 
with 22-mm COP heads.

Materials and Methods

　　The subjects of the present study were the same 
patients as those in a previously reported clinical 
trial conducted in our department between 1989 and 
1990 for whom all follow-up radiographs were avail-
able [12].  Informed consent for participation in the 
present study was also required for inclusion.  The 
original study was approved by the research ethics 
review board of the authors’ institution.  All of the 
patients had undergone cemented THA with a combi-
nation of a socket made of ultra high molecular 
weight polyethylene (UHMWPE) and a 22-mm zirco-
nia head or a COP (Cobalt-Chrome alloy rich in 
Cobalt and Phosphorous) head.  The fi rst group of 
subjects was composed of 13 hips in 13 patients who 
had received a 22.225-mm zirconia head (the zirconia 
group : follow-up rate,  86.7ｵ),  while the second 
included 13 hips in 13 patients who had received a 
22.225-mm COP head (the COP group : follow-up 
rate,  81.3ｵ).  Two members of the zirconia group 
had bilateral THA,  but only the fi rst side treated 
was included in the present analysis.  The zirconia 
group had 7 hips with osteoarthritis (OA),  2 hips 
with avascular necrosis of the femoral head,  and 4 
hips with rheumatoid arthritis (RA).  The patients 
were 12 women and 1 man with an average age of 57 
years (range : 42ﾝ70 years) at the time of operation,  
and the average follow-up period after operation was 
11.8 years (range : 10.3ﾝ13.2 years).  The COP group 
was composed of 11 hips with OA and 2 hips with 
RA in 12 women and 1 man with an average age of 
58 years (range : 43ﾝ66 years) at the time of opera-
tion,  with an average follow-up period of 12.1 years 
(range : 10.9ﾝ12.9 years).
　　Socket.　 The UHMWPE socket had a fl ange,  

an inner diameter of 22.25 mm,  and an outer diame-
ter of 40 mm or 44 mm,  with the polyethylene thick-
ness maintained at 9 mm or more.  The socket was 
not sterilized with ｺ radiation before implantation.  
Since the fl ange and socket were made separately,  
they were circular and spherical,  with a greatly 
improved contact surface [13].  Before cementation,  
subchondral bone on the acetabular side was pre-
served and multiple anchoring holes were made for 
the injection of cement.
　　Heads.　 The zirconia heads (Nippon Tokushu 
Tougyou Co,  Nagoya,  Japan) were made of partially 
stabilized zirconia (Y2O3-ZrO2),  which is a ceramic 
high in strength and elasticity.  They were 22.225 mm 
in diameter and 0.004 ｻm in surface roughness,  and 
had a low-friction design with high wear tolerance [14
ﾝ19].  Biomechanical tests revealed that they had 
low-friction torque because they were hard,  circular 
and spherical,  with a surface roughness comparable 
to that of conventional alumina heads [14,  19].  The 
COP heads (Mizuho Ikakogyo Co.,  Tokyo,  Japan) 
were 22.225 mm in diameter and were as circular and 
spherical as the zirconia heads.  COP is an alloyed 
metal whose main constituents are Co,  Cr,  Ni and 
Mo.  Both types of implant heads and stems were 
sterilized with ethylene oxide gas.
　　Stem.　 The stem was made of Ti-6Al-4V in the 
same design as the Charnley type.  The titanium stem 
used in the present study did not interfere with mag-
netic resonance imaging (MRI) examination.  The 
stem was fi xed using second-generation or more 
recent cement techniques including a distal femur 
plug and cement injection using the two-thumb 
method.
　Radiographic evaluation
　　(1) Wear.　 We measured linear wear,  average 
annual linear wear,  volume wear and average annual 
volume wear using a computer-aided technique.  
Linear wear was measured on radiographs taken 
soon after operation,  at several time points during 
the follow-up period (6 months and 1,  3,  5,  7 and 10 
years after operation),  and at the fi nal examination.  
Average annual linear wear and average annual vol-
ume wear were calculated by dividing the measure-
ment by the number of years of follow-up from the 
operation to the fi nal examination.
　　(2) Wear calculation method.　 Radiographs 
were scanned and the resulting images were stored 
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on a personal computer at a resolution of 600 dpi and 
256 gray scale.  The calculation software Vector 
Works 10.5 for Macintosh (A&A Co.,  Ltd.,  Tokyo,  
Japan) was used.  Three points on the outer edge of 
the head were selected to determine the center of the 
head,  and image magnifi cation was calculated based 
on the diameter of the head (22.225 mm).  The devia-
tion of the location of the head center was approxi-
mately 0.05 mm in this calculation.  This value was 
similar to that of the image resolution,  and variation 
in the diameter of the head had little eff ect on the 
adjustment of the magnifi cation of the radiographs.
　　A template of the socket,  which was constructed 
according to a radiographic image magnifi cation cal-
culation based on the head diameter,  was placed on 
the radiograph against the outer rim of the socket 
(boundary with the cement) to determine the center 
of the socket.  The coordinates of the socket center 
and the center of the head were marked.  On radio-
graphs taken within 2 weeks after operation,  a tear-
drop line was drawn between the bilateral lower 
teardrop points,  and placed along the horizontal 
direction of the coordinate system.  The adjustment 
was made with the wire image of the socket rim.  
According to the method used to calculate the least-
squares ellipse from 30 measurement points,  the 

ellipse was projected on the assumption that the wire 
formed a circle,  which was then converted to the 
arbitrary coordinate system (Fig.  1).  Using these 
techniques,  the measurements were converted to 
radiographic coordinates for comparison during the 
follow-up in order to calculate relative movement.  
The volume wear of the socket was calculated 
according to the equation given by Kabo et al.  [20] 
using the defi ned linear wear (Fig.  2).  The position 
of the head relative to the edge of the opening was 
assumed to indicate the direction of wear.
　　(3) Loosening.　 Loosening was evaluated on 
fi nal follow-up radiographs according to Hodgkinson’s 
classifi cation [21] of the socket side,  and Harris’s 
classifi cation [22] of the stem side.  Hodgkinson’s 
classifi cation defi nes 5 levels of loosening based on 
the socket,  irrespective of the distribution of gap 
width around the circumference of the socket : Type 
0 corresponds to no demarcation ; Type 1,  demarca-
tion of the outer one-third only ; Type 2,  demarca-
tion of the outer and middle thirds ; Type 3,  com-
plete demarcation ; and Type 4,  socket migration.  
Harris defi nes 3 classes of loosening which require 
the following evidence on one or more radio-
graphs : 1) defi nite,  migration of the component or 
cement ; 2) probable,  a complete radiolucent zone 
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Fig. 1　　Method of measurement of linear wear.
A,  Anteroposterior (AP) X-ray image taken immediately postoperation ; B,  AP X-ray image at follow-up (6 months and 1,  3,  5,  7 and 10 
years after operation,  and at the fi nal examination).  The measurements were converted to radiographic coordinates immediately after 
operation (Po),  and the head center (Pn) during the follow-up was plotted on the initial radiographs taken immediately after operation to 
calculate relative movement.  For these calculations,  the relative movement of the head center compared with the radiograph taken 
immediately postoperation (Po-Pn) was defi ned as linear wear.
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around the cement mantle ; and 3) possible loosening,  
a radiolucent zone of more than 50ｵ but less than 
100ｵ of the cement-bone interface.  A classifi cation 
of “none” is assigned in the absence of the above 
radiographic evidence.
　　In the present study,  3 observers performed 
masked assessments of radiographic outcome.  The 
observed agreement,  Cohen’s kappa coeffi  cient [23] 
and the weighted kappa coeffi  cient [24] were evalu-
ated to assess the inter- and intra-observer reliability 
of the classifi cations.
　Clinical evaluation
　　(1) Harris hip score.　 The Harris hip score 
(HHS) was evaluated just before the operation,  at 
specifi c points during the follow-up period (6 months 
and 1,  3,  5,  7 and 10 years after operation),  and 
upon fi nal examination.  The present study analyzed 
the association between the HHS and linear wear.
　　(2) Statistical methods.　 Linear wear,  average 
annual linear wear,  volume wear,  average annual 
volume wear and the HHS at fi nal examination were 
statistically analyzed with particular attention to 

comparison between the zirconia and COP groups.  
Statistical comparisons between the 2 groups were 
performed using the non-paired t-test with StatView 
software for Macintosh,  version 5.0 (SAS Institute,  
Cary,  NC,  USA).

Results

　Radiographic evaluation
　　(1) Wear.　 Linear wear did not diff er signifi -
cantly between the groups at 6 months after opera-
tion (Fig.  3) ; however,  it was signifi cantly greater 
in the zirconia group (1.1 mm) than in the COP group 
(0.55 mm) (p ＝ 0.004) upon fi nal examination.  The 
average rates of linear wear were 0.093 mm/year in 
the zirconia group and 0.046 mm/year in the COP 
group (Table 1).  Upon fi nal examination,  volume 
wear and average annual volume wear also diff ered 
signifi cantly between the 2 groups (volume wear,  
p ＝ 0.027 ; average annual volume wear,  p ＝ 0.023).  
Volume wear was 310 mm3 and 172 mm3 in the zirco-
nia and COP groups,  respectively,  and the average 
annual volume wear was 26 mm3/year and 14 mm3/
year.  Clinical examples are shown in Figs.  4 and 5.
　　(2) Loosening.　 There were 8 Type 0 hips,  4 
Type 1 hips,  and 1 Type 2 hip in each of the zirconia 
and COP groups on the socket side,  while there 
were 10 “none” hips and 3 “possible” hips in the zir-
conia group and 12 “none” hips and 1 “possible” hip in 
the COP group on the stem side.  Upon fi nal exami-
nation,  there was no remarkable loosening in either 
group,  and no cases had required revision surgery as 
of 2005.
　　With regard to inter-observer reliability,  the 
mean observed agreement for Hodgkinson’s classifi ca-
tion was 81ｵ (range : 71 to 85ｵ) and that for 
Harris’s classifi cation was 84ｵ (range : 74 to 88ｵ).  
The mean Kappa value was 0.65 (range : 0.50 to 0.73) 
and the mean weighted kappa value was 0.70 
(range : 0.56 to 0.77).  The mean agreement in the 
analysis of intra-observer reliability using 
Hodgkinson’s classifi cation was 93ｵ (range : 88 to 
100ｵ) while that using Harris’s classifi cation was 94
ｵ (range : 87 to 100ｵ).  The mean kappa value was 
0.83 (range : 0.67 to 1.00) and the mean weighted 
kappa value was 0.88 (range : 0.75 to 1.00).
　Clinical evaluation
　　(1) HHS.　 The average HHS was 35.6 and 40.8 
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Fig. 2　　Method of measurement of volume wear.
A : Volume wear of the socket was calculated according to the 
equation given by Kabo et al. [20] : O,  center of the femoral head 
immediately postoperation ; O’,  center of the femoral head at each 
follow-up ; ｺ,  radius of the femoral head ; d,  deviated distance of 
the femoral head ; ｹ,  angle of the direction of linear wear 
measured from the base on the plane of the socket.  
B : Mathematical equation for volume wear (volumetric material 
lost).  The correct expression for the volume of material lost (V) is 
given by the equation.
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in the zirconia and COP groups,  respectively,  just 
before operation,  and 81.6 and 85.2 upon fi nal exami-
nation,  indicating an improvement in both groups.  
The HHS did not diff er signifi cantly between the 2 
groups at any follow-up examination.  There was no 
signifi cant association between HHS and linear wear.

Discussion

　　Zirconia heads showed superior mechanical 
strength and toughness to metal heads in vitro,  and 
low friction and low wear have been confi rmed by hip 
simulator tests [14ﾝ18].  Compared with COP heads,  
zirconia heads likewise exhibit lower friction torque,  
and a more than 2-fold bending strength and fracture 
resistance [17,  18,  25].  These characteristics make 
it possible to reduce the size of the head to 22 mm,  
which attenuates friction torque and was expected to 
provide an advantage in reducing polyethylene wear 

[14ﾝ16,  21,  26].  Implant heads of 28-mm zirconia 
have been used in Europe since 1985 [27],  and sev-
eral reports of intermediate- and long-term outcomes 
of THA with 28-mm zirconia heads have been pub-
lished [28ﾝ31].  However,  despite initial expecta-
tions,  there has been no evidence of low wear.
　　Some short- and intermediate-term (approximately 
5 years) outcomes of THA with 22-mm zirconia heads 
have been reported to date [32ﾝ36].  Usui et al. [32] 
report low rates of 0.38 mm of average linear wear 
and 0.068 mm/year of average annual linear wear 
after 5.3 years of postoperative follow-up.  
Additionally,  Takahara et al. [33] report an average 
annual linear wear of 0.022 mm/year after 5.5 years 
of follow-up.  The rates found by Kim et al. [34] are 
even higher at 1.25 mm of average linear wear and 
0.21 mm/year of average annual linear wear after 6.4 
years of postoperative follow-up.  High rates have 
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Fig. 3　　Graphic comparison of linear wear between the zirconia and COP groups.  Sequential measurement of linear wear showed that 
the zirconia group had statistically greater wear than the COP group at each follow-up after that performed at 6 months after operation.  
Upon fi nal examination,  linear wear was about 2-fold greater in the zirconia group than in the COP group.  *p<0.05 ; **p<0.01

Table 1　　Mean rates of linear wear and volumetric rate of wear at the fi nal examination (The parameters of wear (mean ± SD))

 Zirconia group COP group P-value

Linear wear (mm) 1.1 ± 0.48 0.55 ± 0.38 0.004
Annual linear wear (mm/yr) 0.093 ± 0.035 0.046 ± 0.032 0.002
Volumetric wear (mm3) 310 ± 171 172 ± 120 0.027
Annual volumetric wear (mm3/yr) 26 ± 13 14 ± 10 0.023

5

Inoue et al.: Assessment of Head Wear More Than Ten Years after Total Hip Arthr

Produced by The Berkeley Electronic Press, 2006



also been reported by Nishioka et al. [35] (0.179 mm/
year of average annual linear wear after 2.8 years of 
postoperative follow-up) and Matsumoto et al. [36] 
(0.17 mm/year average annual linear wear).  However,  
because the studies by Nishioka and Matsumoto 
examined cases of cementless THA and used diff er-
ent measurement methods,  a direct comparison of 

their results is diffi  cult.  In the present study,  the 
average annual linear wear was found to be 
0.093 mm/year in the zirconia group and 0.046 mm/
year in the COP group after 11.8 years (range : 10.3
ﾝ13.2 years) of postoperative follow-up,  which was 
approximately 2-fold higher in the zirconia group 
than in the COP group (Fig.  3).  To the best of our 
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A B
Fig. 4　　Radiographs of a 64-year-old woman who underwent THA with a bone graft and zirconia head for the right hip (OA) when she 
was 53 years old.  No loosening was observed in the socket or the stem side at the fi nal examination 11.2 years after operation.  A,  
Radiographs of the socket after primary THA with bone graft ; these images were taken immediately following operation ; B,  At 11.2 
years after primary THA,  the head had apparently moved to the upper side and the average annual linear wear was 0.111 mm/year.

A B
Fig. 5　　Radiograph of a 70 year-old female who underwent THA with a zirconia head for the right hip joint (OA) when she was 57 years 
old.  No remarkable loosening was observed in the socket or the stem side at the fi nal examination 13.2 years after operation.  A,  
Radiographs of the socket after primary THA ; these images were taken immediately after operation ; B,  At 13.2 years after primary THA,  
the head had moved remarkably to the upper side and the average annual linear wear was 0.139 mm/year.
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knowledge,  the present study is the fi rst report of 
wear after THA with 22-mm zirconia heads at more 
than 10 years after operation.
　　In the present study,  the relative movement of the 
center of the head soon after operation was defi ned 
as linear wear,  which included creep penetration.  
Relative movement is greatly aff ected by the creep 
phenomenon of polyethylene soon after operation [37,  
38].  Here,  linear wear increased even after the 
early period and at higher levels in the zirconia 
group than in the COP group.  The diff erences 
between the groups may be ascribed to diff erences in 
the properties of zirconia and COP.
　　The most probable cause of these diff erences is 
the phase transformation of the surface of the zirco-
nia heads.  Haraguchi et al. [39] discovered this 
phase transformation of zirconia in vivo,  and report 
that phase transformation of the surface of zirconia 
heads results in wear and increased roughness,  even-
tually leading to loosening.  When zirconia is exposed 
to friction in artifi cial joints,  the contact pressure 
produces high temperature and causes the crystal 
phase transformation from stable tetragonal crystals 
into monoclinic crystals,  resulting in surface wear.  
In a study using a hip simulator,  Lu and McKellop 
[40] found that the surface temperature of alumina 
heads rose to only 45 °C while that of zirconia heads 
reached 99 °C,  and suggest that high friction heat 
and low heat conductivity might accelerate the phase 
transformation of zirconia.  Hernigou and Bahrami 
[28] encouraged the sterilization of zirconia heads 
with ｺ-irradiation and the addition of Y2O3 (yttrium 
oxide) to the heads because phase transformation 
might be caused by autoclave sterilization.  The zir-
conia heads in the present study included Y2O3.  More 
recently,  it has been reported that the addition of Ce 
(cerium) and minimal amounts of alumina can prevent 
this phase transformation [41].  It is essential to 
continue the long-term follow-up of changes in wear 
and loosening in the THA cases with 22-mm zirconia 
heads examined in the present study.  Additionally,  it 
would be interesting to compare performance in the 
present cases to that in phase transformation-resis-
tant zirconia heads of the same size.  The early 
expectations of lower wear in long-term results of 
the 22-mm zirconia femoral head for THA were not 
confi rmed in the present study.
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